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ABSTRACT 


This  report  relates  the  technical  activity  associated  with  the  oper¬ 
ation,  maintenance,  and  improvement  of  the  Montana  Large  Aperture 
Seismic  Array  (LASA)  for  the  period  1  June  -  31  August  1971.  Array 
equipment  performance  statistics  and  measurements  are  indicated. 
Adoption  of  a  new  tolerance  for  the  channel  sensitivities  of  the 
short  and  long-period  seismographs  is  discussed.  New  computer  pro¬ 
grams  prepared  for  automatic  array  maintenance  and  monitoring  are 
identified.  A  description  of  the  seismograph  film  recording  oper¬ 
ation  for  the  Seismic  Data  Laboratory  is  given.  Statistics  relating 
to  the  operation  and  maintenance  of  the  array  and  data  center  equip¬ 
ment  and  land  facilities  support  are  provided. 
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SECTION  I 


INTRODUCTION 


The  Large  Aperture  Seismic  Array  (LASA)  is  part  of  the 
Vela  Uniform  Program  which  is  sponsored  by  the  Advanced  Research 
Projects  Agency  of  the  Department  of  Defense.  LASA  is  an  experi¬ 
mental  system  consisting  of  many  seismometers  installed  near 
Miles  City,  Montana,  (Figure  1.1)  used  for  the  development  of 
appropriate  methods  for  the  detection  and  identification  of  seis¬ 
mic  events.  Initially,  the  detection,  location,  and  identifi¬ 
cation  of  seismic  data  were  performed  at  the  LASA  Data  Center 
(LDC)  located  at  Billings,  Montana.  However,  with  the  implementa¬ 
tion  of  the  Integrated  Seismic  Research  Signal  Processing  System 
(IRSPS)  the  array  data  is  now  transmitted  to  the  Seismic  Array 
Analysis  Center  (SAAC)  in  Alexandria,  Va. ,  for  processing  and 
analysis . 


Following  a  brief  history  and  description  of  the  LASA, 
a  summary  of  this  third  quarters  activities  under  Project  V/T 
1708  is  included  in  Section  II.  The  details  of  the  LASA  operation 
is  given  in  Section  III.  Array  performance  is  discussed  in  Section 
IV.  Section  V  describes  the  improvements  and  modifications  made 
during  this  period.  Maintenance  activities  are  presented  in 
Section  VI.  Assistance  provided  to  other  agencies  is  indicated  in 
Section  VII;  documentation  provided  s  shown  in  Section  VIII. 

1.1  History 


The  LASA  was  installed  in  Eastern  Montana  during  1964 
and  1965  to  be  used  for  experiments  in  advanced  seismological  de¬ 
tection  and  discrimination.  The  initial  installation,  composed 
of  21  subarrays  at  a  diameter  of  200  kilometers  with  525  short- 
period  and  63  long-period  seismometers,  has  evolved  into  the  pre¬ 
sent  array  with  the  original  21  subarrays  reduced  to  347  short- 
period  seismometers  and  51  long-period  seismometers;  21  micro¬ 
barographs  and  8  weather  stations  have  also  been  added 

Philco-Ford 's  participation  in  the  Montana  LASA  began  in 
1964  by  providing  MIT  Lincoln  Laboratory  with  field  engineering 
assistance.  In  June  1966,  Philco-Ford  assumed  operational  and 
maintenance  responsibilities  for  MIT  Lincoln  Laboratory.  On 
1  May  1968,  the  project  direction  was  transferred  to  the  Electronics 
Systems  Division,  AFSC,  with  prime  contracts  to  Philco-Ford  through 
30  November  1970 . 

Beginning  1  December  1970,  technical  direction  of  the 
Montana  LASA  was  assigned  to  the  Air  Force  Technical  Applications 
Center  (AFTAC) .  Under  Project  V/T  1708  Philco-Ford  continues  the 
work  of  previous  Montana  LASA  projects.  This  work  basically  in¬ 
volves  the  continued  operation  and  maintenance  of  the  array  and 
data  center  systems,  logistics  and  administrative  support,  data 
provision,  and  instrument  evaluation  and  installation. 
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Figure  1.1  Montana  LASA 


1.2 


Description 


The  LASA  array  has  an  overall  diameter  of  200  kilometers 
(125  miles)  and  is  composed  of  21  subarreys  arranged  as  shown  in 
Figure  1.1.  With  the  exception  of  subarray  E3  which  is  19  km  in 
diameter,  all  subarrays  are  7  km  in  diameter.  Subarray  E3  is  con¬ 
figured  for  25  short-period  seismometers  while  all  others  have  16. 
The  subarrays  originally  were  designed  for  25  seismometers  each, 
however,  sensor  removal  has  lowered  this  number  to  16  except  for 
E3 .  The  short-period  seismometers  are  iocated  along  ! 
cables  which  terminate  in  a  central  underground  vault  containing 
the  Subarray  Electronics  Module  (SEM) .  The  subarrays  also  contain 
three-component  long-period  sensors,  microbarograph  sensors,  and 
weather  sensors.  Figure  1.2  shows  the  present  configuration  on  each 

subarray . 

The  LDC  is  the  focal  point  for  complete  control  of  array 
operation.  Twenty  times  each  second  (corresponding  to  a  sampling 
period  of  50  milliseconds)  a  command  signal  is  sent  from  the  LDC 
to  each  SEM  to  cause  sampling  of  the  various  signals.  This  command 
word  is  suitably  delayed  within  the  LDC  prior  to  transmission  so 
that  data  from  all  SEM's  will  arrive  at  the  LDC  within  predeter¬ 
mined  time  intervals.  The  SEf.:  responds  to  LDC  timing  system  con¬ 
trol  signals  with  signal  sampling,  conversion,  and  transmission  of 
all  data  to  the  LDC.  Flexibility  exists  within  the  array  in  that 
the  SEM  can  accomodate  as  many  as  30  signal  inputs; 
signals  from  short  and  long-period  seismometers,  weather  sensing 
equipment,  microbarograph  sensors,  and  other  measured  parameters 
are  telemetered.  Signals  from  the  21  SEM's  are  transmitted  to 
microwave  junction  points  they  are  sent  to  the  LDC  by d 
radio  facilities.  At  the  LDC  the  data  are  recorded  and  reformatted 
for  transmission  over  a  50  kilobaud  channel  to  SAAC.  The  LDC  also 
contains  the  array  timing  and  maintenance  monitoring  equipment. 

By  means  of  telemetry  commands,  signal  sources  at  the: subarray 
controlled  to  provide  equipment  calibrations  and  verify  equipment 
performance . 

The  different  LASA  seismographs  operating  parameters  and 
tolerances  are  identified  in  Tables  I  and  II.  Figure  1.3  shows 
the  five  different  seismograph  responses  available. 
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Figure  1.2  LASA  Subarray  Configurations 
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LAS A  SEISMOGRAPH  OPERATING  PARAMETERS  AND  TOLERANCES 


5 


LA3A  SEISMOGRAPH  CHANNEL  IDENTIFICATION 


6 


SP  Sensitivities  in  aV/na 


Figure  1.3  LASA  Seismographs  Response  Curvos 
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LP  Sensitivity  in  mV/jia 


SECTION  II 


SUMMARY 


Tho  array  oporation,  Maintenance  and  systom  ioprovoment 
activities  for  this  period  are  described.  The  Sr  and  LP  array  per¬ 
formance  measurements  using  tho  romoto  teleaetry  controls  are  ro- 
portod.  Nov  ±15%  tolerances  for  both  the  SP  and  LP  seismograph 
sensitivities  are  presented  for  adoption  in  tho  next  reporting  per¬ 
iod.  Descriptions  of  new  PDP-7  computer  programs  for  use  in  array 
performance  testing  and  measurement  are  givon.  Interim  results 
from  tho  SP  seismometer  natural  frequency  aoasuremonts  program  aro 
indicated.  Statistics  relating  to  the  equipment  operation,  cali¬ 
bration,  failure,  and  repair  are  prosentod.  Assistance  providod 
to  the  Seismic  Data  Laboratory  in  develocorder  film  recording  is 
identified. 


Preceding  page  M""’< 
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SECTION  III 


OPERATION 


3.1  General 

Array  operation  is  performed  to  provldo  data  continuously 
from  tho  array  sonsing  and  data  acquisition  systoas  to  the  LDC,  to 
provido  data  on-lino  froa  the  LDC  to  the  SAAC  and  to  provide  data 
recording  in  the  event  data  transmission  to  SAAC  is  interrupted. 

To  accoapllsh  theso  tasks,  operations  and  quality  control  activi¬ 
ties  in  each  of  the  following  are  perforaod:  (1)  IBM  360/44  com¬ 
puter  operation  on-line  to  SAAC,  (2)  PDP-7  computer  operation  to 
rocord  array  data  in  back-up  of  the  360  computer  and  to  perform 
array  monitoring,  automatic  calibrations,  and  off-line  processing 
of  technical  information,  (3)  Maintenance  Display  Console  operation 
for  test  and  diagnosis  of  array  equipment  performance,  (4)  tape  and 
film  library  operation  for  storage,  handling,  and  shipment  of  array 
data  recordings,  (5)  davelocorder  operation  for  continuous  monitoring 
o i  selected  sensor  channels  for  array  quality  control  testing  and 
analysis  and  (6)  logistics  for  property  control  and  material  acqui¬ 
sition. 

3.2  Data  Center 

3.2.1  SAAC /LDC  Systems 

Monitoring  of  the  3AAC/LDC  operation  during  the  third 
quarter  period  produced  the  operational  statistics  shown  in  Table 
III.  Equipment  outages  resulting  in  no  data  being  transmitted  to 
SAAC  from  tho  Montana  array  totaled  44.0  hours  or  2.1%  of  the  per¬ 
iod.  This  outage  time  was  covored  with  digital  recordings  by  tho 
PDP-7  computer.  Whonever  the  SAAC  computers  are  not  available  for 
LASA  data  acquisition,  no  real  time  data  is  transmitted  from  the 
LDC;  40.2  of  122.5  hours  of  LDC  recording  this  quarter  occurred 
for  this  situation.  Power  failures  at  the  LDC  accounted  for  2.5 
hours  downtime  and  wideband  data  link  outages  totaled  15.7  hours. 

3.2.2  IBM/360  Model  44  Computer 

The  IBM/360  computer  operated  on-line  to  SAAC  95.2%  of 
this  quarter.  Details  of  the  360  computer  utilization  are  shown 
in  Table  IV. 

3.2.3  DEC  PDP-7  Computer 

Tho  PDP-7  computer  was  used  in  a  back-up  mode  for  high- 
rate  recording  (Ref.  1)  on  33  occasions  covering  an  accumulated 
tine  porlod  of  122.5  hours.  This  operation  producod  933  magnotic 
tapes  recorded  by  tho  computer  on  51  of  the  92  days  the  system 
was  on-lino  this  quartor.  The  PDP-7  utilization  statistics  aro 
shown  in  Table  V. 

Preceding  page  blank 
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TABLE  III 


SAAC/LDC  SYSTEM  OPERATING  TIMES  (in  hours) 


JUNE 

JULY 

AUGUST 

SAAC  U  LDC  360  On-Lino 

683.1 

698.4 

711.5 

SAAC  Off-Line,  LDC  360  Running 

PDP-7  Recording 

15.9 

13  8 

10  5 

360  Idle 

0.0 

0.0 

0.0 

SAAC  Up,  LDC  360  Down, 

PDP-7  Recording 

Scheduled 

3.7 

5.1 

3 . 8 

Unscheduled 

16.2 

26.7 

1.1 

SAAC  Up,  Other  Equipment 

Down,  PDP-7  Recording 

Scheduled 

0.0 

0.0 

0.0 

Unscheduled 

1.1 

0.0 

17.1 

Totals 

720.0 

744.0  | 

74^.0 
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TABLE  IV 


SYSTEM/360  MODEL  <4  COMPUTER  UTILIZATION 


ACCUMULATED  TIME,  HOURS  | 

OPERATION 

■JMfli 

m>£ji 

On-line  processing  including: 

System  initialization 

0.1 

1.0 

0.2 

1.3 

Ful.y  operational  with  WAPS 

683.1 

698.4 

711.5 

2093.0 

Running  at  LASA  only 

15.6 

12.7 

10.3 

38.6 

Down-time  operating  including: 

Scheduled  maintenance 

3.7 

5.1 

1.9 

10.7 

Corrective  maintenance 

4.0 

17.5 

0.0 

21.5 

Training 

0.0 

0.0 

1.9 

1.  > 

Shut  down  -  360  equipment 

12.1 

9.3 

0.0 

21.4 

Shut  down  -  other  equipment 

1.0 

0.0 

17.1 

18.1 

Program  halt  or  loop 

0.4 

0.0 

1.1 

1.5 

Idle  time 

0.0 

0.0 

0.0 

0.0 

TOTAL 

720.0 

744.0 

744.0 

2208.0 

13 


TABLE  V 


PDP-7  COMPUTER  UTILIZATION 


On-lino  program  oporation 
Including: 

Monitor  ft  Woathor  Processing  only 

VLR  Recording  only 

High  Rate  Recording  only 

Low  Rato  Recording  only 

VLR  &  High  Rate  Recording 

VLR  &  Low  Rate  Recording 

VLR,  High  &  Low  Rate  Recording 

High  &  Low  Rate  Recording 

Array  Calibration 

Off-line  program  operating 
including: 

Tape  Duplication  &  Verification 
Data  Analysis 
Utility  Operation 
Program  Development 
Diagnostic  Programs  &  Testing 
Training 

System  Initialization 

Down-time  operation  including: 

Scheduled  Maintenance 
Corrective  Maintenance 
Shut  down  PDP-7  Inoperative 
Shut  down  -  Other  Equipment 
Program  Halts 
Idle 


ACCUMTrLATED  TIME 


JUNE 


54.0 
117.4 
8.0 
77.6 
27.3 
261.2 
0.9 
3.3 
0  0 


Totals 


4.6 

1.5 

9.4 

123.2 

5.2 

0.0 


JULY  | AUGUST 


HOURS 

TwAfl 


720.0 


227.3 

0 . 0  i 

45. 9  | 
342.1 | 
0.0 
0.0 
0.0 
2.6 
0.0 


2.6 

0.0 

4.5 

23.9 

42.2 

0.0 


72.5 
172.7 

8.0 

60.0 

22.6 

285.3 

3.3 

.6 

0.0 


6.7 
.4 

7.7 
78.4 
12.0 

.6 


0.4 

|  0.9  0.0 

1 

0.0 

i 

1.2  0.0 

19.9 

37.4  5.4 

0.0 

8.0  0.0 

4.0 

0.0  2.5 

2.1 

3.7  4 . 3j 

0.0 

1.7  1.0 

353.8 

290.1 

61.9 
479.7 

49.9 
546.5 

4.2 

6.5 

0.0 


13.9 

1.9 

21.6 

225.5 

59.4 

.6 

1? 


1.2 

62.7 

8.0 

6.5 

10.1 

2.7 


744.01  744.0  2208.0 


t 


I 
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Very- low-rate  (VLR)  recording  of  the  microbarograph  array 
data  on  the  incremental  recorder  were  made  covering  40.3%  of  the 
2208  hours  of  this  quarter. 

.  1  '  i  : 

Program  development  accounted  for  225.0  hours  of  the  PDP-7 
computer  use.  This  time  is  utilized  during  periods  in  which  high 
rate  recording  is  not  required.  Section  5.1  describes  some  of  the 
program  development  work  accomplished.  . 

i  ' 

3.2.4  Tape/Film  Library  i 

The  data  center's  library  is  used  to  store  the  PDP-7  com¬ 
puter  magnetic  tape  recordings,  the  IBM  360  computer  disc  recordings, 
and  the  develocorder  film  recordings  for  reuse,  distribution,  or 
reference.  This  quarter  933  high-rate  tape  recordings  were  retained 
in  the  library.  Forty-two  very-low-rate  tape  recordings  and  70  film 
recordings  were  distributed  to  the  Seismic  Data  Laboratory  (SDL) . 

■  *  . 

3.3  Array 

l 

I 

3.3.1  Monitoring 

i  1  . 

The  present  configuration  of  the  array  equipment  has  bfjen 
divided  into  six  groupings  for  the  purpose  of  array  control.  These 
groups  are:  the  347  short-period  seismic  sensors,  the  51  long-period 
seismic'  sensors,  the  22  microbarograph  sensors,  the  26  meteorologi¬ 
cal  sensors,  the  21  operating  subarray  electronics  and  the  21  sub¬ 
array  power  systems.  The  distribution  of  the  sensor  equipment  groups 
differs  among  the  21  subarrays.  Short-period  seismic  sensors  are 
installed  at  all  subarrays,  long-period  sensors  are  at  all  subarrays 
except  in  the  B-ring,  microbarograph : sensors  are  at  all  subarrays 
except  E3  and  meteorological  sensors  are  at  eight  subarrays  only. 

! 

Operation  and  maintenance  of  the  array  equipment  requires 
that  the  data  be  interrupted  at  various  time  periods,  during  which 
time  normal  or  reliable  data  may  not  be  available  to  the  LASA  data 
user.  The  reasons  established  for  data  interruptions  are:  mainte¬ 
nance,  either  being  performed  or  initiated,  subarray  equipment 
failure  in  which  no  maintenance  has  been  initiated,  telephone  com- 
pany(s)  performing  tests  on  the  communication  circuits ,  telephone 
company (s)  communication  link  not  functioning,  power  outage  at  the 
subarray,  or  special  data  center  testing.  In  the  event  any  of 
these  situations  occur,  a  notation  is  made  in  the  data  interruption 
log  relating  to  the  data  affected  and  the  time  period.  For  the 
case  of  short-period  and  long-period  interruptions,  SAAC  is  alerted 
via  the  System  360  typewriter.  The  durations  of  subarray  data  in¬ 
terruptions  recorded  during  this  cohtract  are  listed  in  Table  VI . 

1  Array  data  availability  based  on  the  periods  the  array 
systems  were  on-line  has  been  determined  by  combining  the  total  sub¬ 
array  data  interruption  times  of  Table  VI  with  the  total  sonsor 
outage  times  reported  on  the  weekly  Defective  Si /nal  Chanuel  Status 
Reports.  Disregarding  the  slight  errors  caused  oy  outages  over¬ 
lapping  into  both  the  subarray  and  sensor  times,  the  percentage 
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TABLE  VI 


SUB ARRAY  DATA  INTERRUPTION  OUTAGES 


- — 

TOTAL  TIME  DURATION  OF  DATA  INTERRUPTIONS 

(H: MIN) 

HiiTvl 

JUNE 

JULY 

AUGUST 

TOTALS 

AO 

SP 

■Ml 

3:35 

2:14 

13 : 06 

LP 

3:05 

1:44 

11:36 

jibaro 

3:05 

1:44 

11:36 

Meter 

6:47 

3:05 

1:44 

11:36 

Telco 

24: 11 

35:24 

59:35 

B1 

SP 

1:54 

6:38 

9:40 

18:12 

jxbaro 

1:24 

6:08 

9- 10 

16:42 

Telco 

5:01 

:34 

5:35 

B2 

SP 

:  30 

1:15 

:  30 

2:15 

jibaro 

:  45 

:34 

:  45 

Telco 

5:01 

3:28 

9:03 

B3 

SP 

:  46 

:  30 

9:40 

10:56 

jibaro 

:  16 

9:10 

9:26 

Telco 

5:01 

:34 

5:35 

B4 

SP 

:  30 

:  59 

:30 

1:59 

jibaro 

:  29 

:  34 

:  29 

Telco 

9:29 

5:58 

16:01 

Cl 

SP 

:  30 

5:32 

8:35 

14:37 

LP 

5:02 

8:05 

13:07 

jibaro 

5:02 

8:05 

13:07 

Telco 

5:01 

:38 

:52 

6:31 

C2 

SP 

:  30 

2:44 

2:50 

6:04 

LP 

2:14 

2:20 

4:34 

jibaro 

2:14 

2:20 

4:34 

Telco 

5:01 

2:46 

1:04 

8:  51 

C3 

SP 

1:15 

11:25 

:  30 

13:10 

LP 

50:31 

10:55 

61:26 

jxbaro 

:  45 

10:55 

4:46 

11:40 

Telco 

5:01 

2:15 

12:02 
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TABLE  VI 


SUBARRAY  DATA  INTERRUPTION  OUTAGES  (CONTINUED) 


TOTAL  TIME  DURATION  0 

(H: 

IF  DATA  INTERRUPTIONS 
MIN) 

SUB¬ 

ARRAY 

DATA 

JUNE 

JULY 

AUGUST 

TOTALS 

C4 

SP 

:  30 

1:45 

. 

30 

2:45 

LP 

1:15 

1:15 

jibaro 

Telco 

5:01 

1:15 

34 

mm 

D1 

SP 

3:22 

:  54 

• 

30 

4 : 46 

LP 

2:52 

:  24 

3:16 

jibaro 

2:52 

:  24 

59 

3:16 

Telco 

11:03 

3:53 

2: 

18: 45 

D2 

SP 

:  30 

1:34 

51 

2:55 

LP 

26:26 

2 

16 

28:42 

/ibaro 

1:04 

21 

1:25 

Telco 

:  09 

:  10 

1 

21 

1 : 40 

D3 

SP 

1:51 

1:12 

30 

3:33 

LP 

1:21 

:  42 

2:03 

/jbaro 

Telco 

1:21 

19:03 

:42 

24:04 

8; 

35 

2:03 

51:45 

D4 

SP 

1:37 

4:55 

30 

7:02 

LP 

2:07 

4:25 

6:32 

jibaro 

Telco 

2:07 

5:43 

4:25 

3:06 

3 

32 

6:32 

9:45 

El 

SP 

:  30 

3:26 

30 

4:26 

LP 

2:56 

2 : 56 

jibaro 

Meter 

2:56 

2:56 

2:56 

2:56 

Telco 

3:14 

4:15 

19 

05 

26:34 

E2 

SP 

:  30 

:  51 

1 

00 

2:21 

LP 

:  21 

30 

:  51 

jibaro 

Meter 

:  21 
:  21 

30 

30 

:  51 
:  51 

Telco 

25:07 

:  10 

34 

25: 51 
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TABLE  VI 


SUBARRAY  DATA  INTERRUPTION  OUTAGES  (COLLUDED) 


TOTAL  TIME  DURATION  OF  DATA  INTERRUPTIONS 

(H: MIN) 


DATA 

JUNE 

JULY 

AUGUST 

TOTALS 

SP 

:  30 

:  59 

:  30 

1:59 

LP 

:  29 

:  29 

Telco 

:  16 

6:47 

:  39 

7:42 

SP 

:  30 

:  30 

1- 

5:03 

LP 

3:33 

3:33 

^ibaro 

3:33 

3:33 

Meter 

3:33 

3:33 

Telco 

15:58 

3:32 

19:30 

SP 

28:31 

23:31 

:  30 

52:32 

LP 

28:01 

23:01 

51:02 

^ibaro 

28:01 

23:01 

51:02 

Meter 

28:01 

23:01 

51:02 

Telco 

1:51 

21:51 

11:23 

35:05 

SP 

10:44 

•30 

:30 

11:44 

LP 

10:14 

10 : 14 

jibaro 

10:14 

10 : 14 

Meter 

10:14 

10:14 

Telco 

34:55 

:  10 

1:21 

36:26 

SP 

:  30 

:  30 

30:43 

31:43 

LP 

30:13 

30:13 

pibaro 

30:13 

30:13 

Meter 

30:13 

30 : 13 

Telco 

17:48 

:  34 

18:22 

SP 

1:04 

2:20 

17:16 

20:40 

LP 

:  34 

1:50 

16:46 

19:10 

jibaro 

:  34 

1:50 

16:46 

19: 10 

Meter 

:  34 

1:50 

16:46 

19:10 

Telco 

24:40 

5:31 

5;  45 

35:56 
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data  availabilities  for  this  quarter  are  listed  below  with  those 
of  the  proceeding  quarterly  periods. 

3rd  Quarter  2nd  Quarter  1st  Quarter 


SP 

97.4 

96.7 

95.5 

LP 

98.4 

99.3 

98.4 

^xbaro 

95.5 

97.9 

97.9 

Met 

98.3 

99.3 

99.5 

The  percentages  include  the  effects  o*  telco  communica¬ 
tions  outages  which  for  the  3rd  quarter  reduced  tne  statistics  by 
0.9%. 

3.3.2  Calibrations 

The  equipment  groups  connected  to  the  data  center  via  the 
telemetered  communications  channels  have  certain  known  responses  to 
telemetry  commands  whereby  the  condition  of  the  various  equipment 
may  be  determined.  When  these  responses  exceed  the  tolerances  es¬ 
tablished  for  a  particular  channel,  an  equipment  failure  is  re¬ 
ported.  The  improper  channel  responses  which  can  be  corrected  from 
the  LDC  maintenance  console  are  logged  on  a  LP  system  check  sheet. 
Normal  seismic  channel  responses  to  sinusoidal  calibrations  are 
shown  in  Table  VII . 

Table  VIII  indicates  the  incidence  of  defective  channels 
detected  by  checks  performed  f»*om  the  LDC  for  tho  four  types  of 
array  channels  and  two  equipment  groupings.  Testing  of  the  LP  sys¬ 
tem  is  more  extensive  than  the  other  systems.  Consequently,  the 
incidence  of  defective  LP  channels  is  considerably  greater  than 
the  other  five  categories;  however,  all  except  one  of  the  defective 
LP  channels  were  corrected  using  the  telemetry  controls  at  the  MDC. 
The  quantities  in  parenthesis  indicate  the  out-of-tolerance  measure¬ 
ments  of  seismometer  mass  position  and  free-period  corrected  re¬ 
motely  by  telemetry.  During  the  thirteen  weeks  of  this  reporting 
period  159  remote  adjustments  of  51  long-period  seismometers  were 
made;  135  for  correcting  mass  position  and  24  for  correcting  natural 
frequencies.  Mass  position  is  centered  to  within  ±2mm  and  natural 
frequency  maintained  within  20±1  second. 

With  the  addition  of  array  calibration  using  the  PDP-7 
computer  and  the  Multiple  On-line  Processing  System  (MOPS)  on-line 
monitor  feature  the  precise  times  in  which  calibrations  occur  be¬ 
come  more  readily  available.  A  report  of  these  times  is  shown  in 
Table  IX  along  with  the  equivalen  earth  motion  of  the  1-hertz 
calibration  signals  as  determined  from  SEM  channel  30  measurements 
during  the  calibration  time.  SEM  channel  30  monitors  the  output  of 
the  calibration  oscillator  used  to  develop  the  signal  applied  to 
the  seismometer.  Table  X  shows  the  LP  sensor  calibration  times  and 
input  signal  amplitudes  for  13  weeks  of  the  contract. 
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3.4 


Communications  Meeting 


A  meeting  of  representatives  from  the  VELA  Seismological 
Center,  the  array  contractor  and  the  four  operating  telephone  com¬ 
panies  providing  the  array  data  communications  was  held  on 
23  August  1971  at  Billings,  Montana  to  review  the  array  communi¬ 
cations  operation.  The  more  significant  subjects  of  discussion 
included  (1)  the  procedures  for  reporting  communications  equipment 
troubles  and  for  collecting  outage  information  and  (2)  the  feasi¬ 
bility  of  changing  the  array  communications  data  rate  from  19.2 
to  2.4  kbit/s.  Consequently,  Mountain  Bell's  Billings  toll  will 
initiate  a  verification  procedure  with  the  LDC's  chief  operator 
on  all  outage  times  and  trouble  log  information.  Further,  the 
installation  and  construction  cost  to  replace  the  19.2  with  2.4 
kbit/s  equipment  is  estimated  to  exceed  the  initial  communication 
system  cost  and  provide  no  appreciable  decrease  in  the  monthly 
charges.  It  was  unanimously  agreed  ro  convene  a  meeting  with  this 
type  representation  during  the  next  year. 
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LAS A  SEISMOGRAPH  CALIBRATION  RESPONSE  TOLERANCES 
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TABLE  VIII 


INCIDENCE  OF  DEFECTIVE  SU 


SUB ARRAY 

1 _ CHANN 

SP 

LP 

AO 

1 

0  (6) 

B1 

9 

- 

B2 

1 

- 

B3 

1 

- 

B4 

2 

- 

Cl 

1 

0  (4) 

C2 

3 

0  (9) 

C3 

1 

0  (10) 

C4 

1 

0  (11) 

D1 

2 

0  (16) 

D2 

0 

1  O) 

D3 

0 

0  (12) 

D4 

1 

0  (11) 

El 

1 

0  (15) 

E2 

1 

0  (8) 

E3 

4 

0  (9) 

E4 

1 

0  (10) 

Fx 

2 

0  (8) 

F2 

1 

0  (10) 

F3 

2 

0  (3) 

F4 

2 

0  (8) 

TOTALS 

37 

1  (159) 
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SP  ARRAY  SINUSOIDAL  CALIBRATIONS 
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SECTION  IV 


ARRAY  PERFORMANCE 


4.1  Systems 

Integral  parts  of  the  LASA  system  philosophy  are  the  re¬ 
mote-controlled  troubleshooting,  routine  calibrations  and  perfor¬ 
mance  tests  made  on  the  array  equipment  from  the  LDC.  Analysis  of 
the  data  collected  from  this  effort,  together  with  the  test  data 
collected  on  site,  provide  information  not  only  to  assist  the  array 
maintenance  teams  in  the  repair  of  equipment  malfunctions  but  to 
determine  how  well  the  actual  equipment  performance  conforms  to  the 
intended  operation. 

4.1.1  Short-Period  Seismograph 


The  performance  monitoring  of  the  347  short-period  sensors 
during  this  three-month  period  has  indicated  an  average  channel 
sensitivity  of  19.9  mV/nm  at  1  s  with  a  standard  deviation  of  1.50. 
This  compares  with  20.3  mV/nm  and  1.80  for  the  two  parameters  over 
the  nine  months  of  the  contract  to  date.  A  summary  of  the  test  re¬ 
sults  obtained  each  week  is  shown  in  Table  XI .  The  mean  and 
standard  deviation  of  the  channel  calibration  output  and  the  sensi¬ 
tivities  as  determined  from  the  1.0  hertz  sinusoidal  equivalent 
earth  motion  input  are  shown,  together  with  the  minimum  and  maximum 
channel  sensitivities  of  the  indicated  total  number  of  sensors,  for 
each  week.  When  a  channel  output  is  very  low  during  a  calibration 
test,  it  is  not  used  in  the  calculation  of  the  mean;  hence  the  total 
number  of  sensors  is  less  than  347.  Averages  for  the  quarter  are 
indicated  and  compared  with  those  of  the  previous  quarter. 

Measurement  of  the  SP  channel  frequency  response  by  sub¬ 
array  continued  with  the  collection  of  response  data  for  63  sensors 
at  seven  subarrays  this  quarter.  Shown  in  Figure  4.1  are  the  plots 
of  the  mean,  the  minimum,  and  the  maximum  of  278  sensors  from  17 
subarrays  measured  over  the  period  March  1970  through  August  1971. 

In  addition  to  displaying  the  frequency  response  of  each  seismo¬ 
graph  channel,  plots  of  the  individual  channel  responses  and  used 
with  the  1.0  hertz  sinusoidal  responses  and  seismometer  natural 
frequency  measurements  to  determine  channel  malfunctions. 

4.1.2  SP  Seismograph  Sensitivity  Tolerance 


The  present  LASA  SP  seismograph  sensitivity  tolerance 
(refer  to  Table  I)  is  from  16.2  to  27.8  raV/nm  at  a  period  of  Is. 
This  tolerance  established  by  Lincoln  Laboratory  has  been  in  effect 
since  the  initial  operation  of  the  array.  Specifically  the  toler¬ 
ance  is  for  the  amplitude  response  to  sinusoidal  calibration  which 
is  measured  remotely  at  the  data  center  and  used  to  determine  the 
mid-range  sensitivity  of  the  seismograph.  The  nominal  value 
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TABLE  XI 


SP  ARRAY  PERFORMANCE  TESTING  SENSITIVITY  STATISTICS 


DATE 


6/7 

6/14 

6/21 

6/28 

7/6 

7/13 

7/19 

7/27 

8/2 

8/9 

8/17 

8/23 

8/30 


SENS. 

a 

•nV/nm 


SENS. 

MAX. 

mV/nm 


24.8 

24.0 

26.2 

24.8 

24.8 

24.8 

24.8 

25.5 

24.0 

24.0 

24.8 

25.5 

25.5 


SENS. 

MIN. 

mV/nm 


16.3 

13.4 
12.7 

16.3 
12.0 
15.6 
15.6 

8.5 

14.9 

13.4 
14.9 
15.6 
14.2 


SENS. 

DEV. 

mV/nm 


8.5 

10.6 

13.5 

8.5 

12.8 

9.2 

9.2 


10.6 

9.9 

9.9 

11.3 


AVERAGE 

343.6 

19.86 

1.498 

24.9 

14.1 

10.8 

PREV. 

AVERAGE 

345.2 

20.71 

1.823 

26.9 

9.9 

17.0 

CONTRACT 

AVERAGE 

344.5 

20.32 

1.804 

27.3 

11.6 

15.6 

Sensitivity  (Billivolts/nanometer) 


Figure  4.1  Short-Period  Sensor  Period  vs  Sensitivity  Response 
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established  for  SP  seismograph  sensitivity  is  20  mV/nm  at  1  0  s 
J°  verify  this  value  the  channel  output  amplitude  at  1.0  s  should 
be  7.92  Vp-p  with  a  400  nm  p-p  signal  input  (see  reference  2) 

The  present  allowable  range  of  variate  in  o---put  amplitude  amonsr 
the  SP  seismographs  is  6.4  to  11.0  Vp-p  which  reflects  the  sensi¬ 
tivity  tolerance  shown  above. 


Improvement  in  the  amplitude  response  tolerance  is  now 
possible  due  to  the  success  of  the  RA-5  amplifier  rehabilitation 
work  being  performed  at  the  LMC  and  in  the  array.  Beginning 
6  September  a  new  amplitude  tolerance  of  ±15%  of  the  nominal  re¬ 
sponse  is  being  adopted.  This  will  permit  a  mid-scale  sensitivity 
tolerance  at  one  second  periods  of  20  ±  3  mV/nm.  An  improvement 
of  about  40%  is  made  in  the  allowable  full-scale  value  range  from 
51.5%  to  31.2%  of  the  700  nm  nominal  value  (assuming  the  channel 
is  linear)  specified  for  the  Montana  LASA  SP  channels  using  this 
new  tolerance.  6 


..  j  ^  Prior  to  adopting  this  change  a  study  of  the  statistics 
obtained  from  the  weekly  SP  calibrations  was  made  to  determine  the 
amount  of  improvement  obtained  from  the  improved  RA-5  maintenance 
practices.  Plotted  in  Figure  4.2  are  statistics  which  show  the 
percentage  of  SP  array  sensors  within  the  20  ±  3  mV/nm  sensitivity 
tolerance  throughout  the  17  month  period  30  March  1970  and 
23  August  1971.  The  statistics  may  be  divided  into  five  groups: 


1-  Summer  1970  (May-August).  Period  of  stable  high  tem¬ 
peratures.  Subarray  maintenance  program  in  progress;  four  sub¬ 
arrays  completed.  Mean  number  of  sensors  within  tolerance,  88.3. 


2.  Fall  1970  (September-October) .  Variable  decreasing 
temperatures.  Subarray  maintenance  continued;  three  subarrays  com 
pleted.  Mean  percentage  of  sensors  within  tolerance,  85  3 


3.  Winter  1970-71  (November-February) .  Stable  low  tem¬ 
peratures.  Subarray  maintenance  performed  at  two  subarrays.  Mean 
percentage  of  sensors  within  tolerance,  88.4. 


4.  opring  1971  (March-April) .  Variable  increasing  tem¬ 
peratures.  Subarray  maintenance  started  again;  two  subarrays  com¬ 
plete.  Mean  percentage  of  sensors  within  tolerance,  86.5. 

_  5-  Summer  1971  (May-August).  Stable  high  temperatures 

Subarray  maintenance  in  progress;  nine  subarrays  complete.  Mean 
percentage  of  sensors  within  tolerance,  94.7. 

Using  these  statistics  the  poorest  performance  is  noted 
in  the  fall  and  spring  during  periods  when  the  Montana  weather  is 
undergoing  more  pronounced  temperature  changes.  Improved  sensor 
stability  performance  appears  to  occur  during  stable  temperature 
periods.  Realizing  the  full  impact  of  this  phase  of  the  SP  arrav 
sensor  maintenance  program  has  not  become  completely  evident  im- 
provement  can  be  seen  between  the  two  summer  periods  of  1970  *  and 
1971.  As  the  program  is  continued  these  statistics  will  provide 
a  basis  of  reference.  F 
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Figur 


4.1.3 


Long-Period  Seismograph 


The  performance  monitoring  of  the  45  standard  LASA  long- 
period  sensors  during  this  three-month  period  had  indicated  an 
average  channel  sensitivity  of  365  mV/^m  at  25  s  with  a  standard 
deviation  of  17.3.  A  summary  of  the  test  results  obtained  each 
week  is  shown  in  Table  XII.  This  table  shows  the  mean  and  standard 
deviations  of  the  channel  sensitivities  calculated  from  the  25  s, 

20  nm  p-p  sinusoidal  equivalent  earth  motion  inputs.  The  range  of 
the  sensitivity  deviations  over  the  45  standard  LP  seismographs  in 
the  array  is  shown  as  well  as  the  maximum  and  minimum  values.  For 
comparison  the  averages  for  the  quarter  are  shown  with  average  for 
each  parameter  from  the  preceeding  period  and  the  total  contract 
period  to  date. 


4.1.4 


LP  Seismograph  Sensitivity  Tolerance 


m  ,  Ti?e  LASA  LP  seismograph  sensitivity  tolerance  as  shown  in 

Table  I  is  from  260  to  430  mV//im  at  a  period  of  25  s.  This  toler¬ 
ance  has  been  used  in  the  maintenance  of  the  LP  seismograph  systems 
since  February  1967  when  Philco-Ford  completed  a  series  of  initial 
visits  to  each  subarray  following  the  LP  seismograph  system  instal¬ 
lation.  Channel  sensitivity  is  determined  from  measurements  made 
at  the  data  center  of  the  amplitude  responses  of  each  seismograph 
to  known  sinusoidal  inputs.  The  nominal  value  of  the  mid-range 
sensitivity  calculated  from  these  measurements  is  350  mV/nm  at  25  s. 
Table  VII  shows  the  measurement  values  necessary  to  verify  a  seis¬ 
mograph  within  the  sensitivity  tolerance. 


Improvements  in  the  maintenance  performed  on  the  LP  seis¬ 
mograph  channel  components,  particularly  the  Texas  Instruments 
Typ®  11  seismic  amplifier,  have  increased  the  stability  performance 
of  the  sensitivity  measurements  to  the  point  where  a  new  tolerance 
is  suggested.  Starting  with  the  weekly  testing  of  the  coming 
quarterly  period,  a  new  sensitivity  tolerance  of  350  ±  50  mV/um  at 
*  s  will  be  in  effect  for  the  LASA  LP  seismograph  channels. 

4 . 2  Equipment 

4.2.1  SP  Seismometer,  HS-10-1/A 

The  program  of  natural  frequency  measurements  being  made 
at  the  LP  sensor  locations  in  conjunction  with  the  array  preventive 
maintenance  continued  throughout  the  quarter  at  seven  subarrays 
The  natural  frequency  data  collected  is  tabulated  in  Table  XIII 
where  the  measured  value  may  be  compared  with  the  previous  frequency 
measurement  made  following  the  seismometer  installation.  These 
measurements  have  been  combined  with  others  collected  from  this  pro¬ 
gram  to  produce  the  frequency  distribution  shown  in  Figure  4.3. 
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TABLE  XII 


LP  ARRAY  PERFORMANCE  TESTING  SENSITIVITY  STATISTICS 


DATE 

NO.  SENSORS 

SENS. 

MEAN 

mV//iin 

SENS. 

a 

mV//im 

SENS. 
MAX. 
mV /pm 

SENS. 

MIN. 

raV//im 

SENS. 

DEV. 

mV//jm 

6/7 

45 

353.0 

15.9 

390 

332 

1  68  i 

6/14 

45 

342.6 

20.1 

407 

310 

97 

6/21 

45 

349.2 

16.3 

385 

321 

64 

6/28 

45 

347.5 

16.4 

388 

317 

71 

7/6 

45 

347.8 

18.2 

394 

321 

73 

7/13 

45 

345.6 

19.7 

394 

309 

75 

7/19 

45 

340.2 

18.1 

390 

312 

78 

7/27 

45 

339.3 

17.2 

333 

309 

74 

8/2 

45 

337.8 

18.1 

378 

293 

85 

8/9 

45 

332.8 

24.9 

392 

272 

120 

8/16 

42 

331.5 

21.2 

377 

279 

98 

8/23 

45 

330.6 

18.8 

380 

283 

97 

8/30 

42 

333.0 

15.7 

368 

310  1 

58 

AVERAGE 

44.5 

341.6 

18.5 

387 

304 

81 

PREV. 

AVERAGE 

44.9 

364.3 

17.3 

408 

325 

82 

CONTRACT 

AVERAGE 

44.8 

357.8 

19.1 

404 

312 

_ _ — 

91  1 
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TABLE  XIII 

SP  SEISMOMETER  NATURAL  FREQUENCY  MEASUREMENTS 
JUNE  -  AUGUST  1971 


SUBARRAY 

SENSOR 

CURRENT 

HERTZ 

1965 
^  n 

HERTZ 

Af  n 

HERTZ 

AO 

10 

0.89 

1.45 

-0.56 

41 

0.95 

1.03 

-0.08 

54 

1.12 

1.23 

-0.11 

65 

1.11 

1.04 

+0.07 

76 

1.03 

1.03 

0.00 

B1 

10 

1.11 

1.50 

-0.39 

42 

1.07 

1.40 

-0.33 

46 

0 .  SC 

1.40 

-0.44 

51 

1.06 

1.07 

-0.01 

53 

1.22 

1.22 

0.00 

66 

1 . 12 

1.03 

+0.09 

82 

1.15 

0.98 

+0.17 

86 

1.13 

0.94 

+0.19 

B3 

10 

1.00 

1.28 

-0.28 

42 

1.17 

1.09 

+0.08 

44 

0.97 

0.94 

+0.03 

46 

0.95 

0.93 

+0.02 

75 

1.09 

1.03 

+0.06 
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TABLE  XIII 


SP  SEISMOMETER  NATURAL  FREQUENCY  MEASUREMENTS  (CONTINUED) 


JUNE  -  AUGUST  1971 


SUB ARRAY 

SENSOR 

CURRENT 

HERTZ 

1965 

HERTZ 

Afn 

HERTZ 

Cl 

10 

1.02 

1.23 

-0.21 

42 

1.11 

1.04 

+0.07 

44 

1.05 

0.97 

+0.08 

53 

1.18 

0.98 

+0.20 

62 

1.14 

1.07 

+0.07 

C3 

51 

1.08 

1.00 

+0.08 

66 

1.20 

1.10 

+0.10 

71 

1.01 

1.03 

-0.02 

82 

0.95 

0.92 

+0.03 

86 

1.10 

1.08 

+0.02 

FI 

43 

0.86 

0.96 

-0.10 

45 

0.83 

0.90 

-0.07 

54 

1.05 

1.14 

-0.09 

74 

0.98 

1.20 

-0.22 

76 

0.91 

1.06 

-0.15 

85 

0.93 

1.01 

-0.08 
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TABLE  XIII 


SP  SEISMOMETER 

NATURAL  FREQUENCY 

MEASUREMENTS 

(CONCLUDED) 

JUNE  -  AUGUST 

1971 

SUB ARRAY 

SENSOR 

CURRENT 

HERTZ 

1965 
*  n 

HERTZ 

HERTZ 

F2 

10 

1.05 

1.44 

-0.39 

43 

0.90 

0.99 

-0.09 

45 

1.05 

1.09 

-0.04 

54 

1.16 

1.13 

+0.03 

56 

0.88 

0.96 

-0.08 

74 

0.86 

0.94 

-0.08 

83 

1.87 

1.13 

+0.74 
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Seismometer  Natural  Frequency  (he 
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I  I 

4.3  Failure  Report 

Equipment  failures  for  this  reporting  period  are  dis¬ 
cussed  in  this  section.  The  number  of  failures  detected  r  id  cor¬ 
rected  in  each  of  the  twelve  equipment  systems  is  indicated  in 
Table  XIV.  Eighty-two  percent  of  the  failures  this  quarter  were 
in  four  of  the  12  systems,  viz.  SP  sensor,  PDP-7  computer,  SEM  and 
LDC  test  and  support.  The  number  of  equipment  failures  corrected 
in  each  system  is  indicated  in  Table  XV.  The  different  systems 
are  divided  into  the  major  equipment  assemblies  to  show  in  greater 
detail  where  the  system  failures  are  occurring.  The  failures  are 
further  classified  according  to  the  type  of  failure.  These  classi¬ 
fications  are: 

! 

A  failure  resulting  in  zero  or  no 
system  output  which  prevents  the 
system  or  equipment  assembly  from 
performing  its  primary*  funfction 
and  identified  as  a  Type  1  failure. 

I 

I  * 

A  failure  resulting  in  a  zero  or 
no  system  output  only  during  one  of 
several  different  modes  of  operation; 
a  Type  2  failure. 

A  failure  resulting  in  a  system  out¬ 
put  which  is  outside  the  allowable 
tolerance  limits  but  permits  degraded 
performance;  a  Type  3  failure. 

I 

A  failure  which  changes  a  system  out¬ 
put  either  by  an  amount  less  than  the 
allowable  tolerance  or  from  the  nomi¬ 
nal  output  when  no  tolerance  limits 
have  been  established;  a  Type  4  failure 

A  failure  produced  by  an  operating  or  > 
environmental  stress  which  results  in 
no  permanent  physical  damage;  a  Type  , 

5  failure. 

i 

The  WHV  panel  RA-5  caused  65  failures  in  the  short-period 
system.  Of  these  6  failed  completely,  8  were  out  of  tolerance,  46 
were  not  nominal  and  were  repaired  under  the  SP  rehabilitation  program 
and  5  were  either  self-correcting  or  were  replaced  due  to  intermittent 
operation.  The  main  SEM  problems  were  39  corrections  for  channel 
dc  offsets.  This  task  is  performed  periodically  to  maintain  the 
array  within  specified  tolerances  . 

Further  discussion  of  the  failures  is  found  in  conjunction 
with  the  maintenance  actions  reported  in  Section  VI. 


(1)  System  failure  - 


(2)  Mode  failure  - 


(3)  Limited  failure  - 


(4)  Latent  failure  - 


(5)  Temporary  failure  - 
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TABLE  XV 


EQUIPMENT  FAILURES  (CONTINUED) 


ARRAY  SYSTEM/EQUIPMENT 

r= 

mi 

— -TYPE 

OF  E 

FAILURE _ 1  ? 

l 

2 

[3 

IU 

TOTAL 

360  System 

■ 

■ 

CPU  2044 

3 

H 

H 

0 

o 

4 

Disc  Drive  2315 

0 

El 

0 

n 

n 

Typewriter  1052 

M 

o 

o 

Card  Reader  2501 

o 

o 

m 

Data  Control  1826 

o 

o 

o 

El 

Data  Adapter  1827 

0 

0 

o 

mm 

Data  Adapter  2701 

El 

0 

0 

0 

WM 

Total 

3 

0 

2 

0 

0 

PDP-7  System 

■ 

Computer 

1 

0 

1 

I 

2 

5 

Teletypewriter  KSR-35 

0 

0 

2 

o 

o 

2 

Card  Reader 

1 

0 

1 

0 

0 

2 

SOU 

1 

0 

0 

0 

0 

1 

Interface 

0 

0 

n 

o 

n  S 

n 

Tape  Unit  #19 

3 

0 

JF1 

o 

Tape  Unit  #32 

2 

0 

0 

Tape  Unit  #33 

2 

0 

EM 

0 

Incremental  Recorder 

3 

0 

a 

0 

0 

Total 

13 

0 

13 

31 

Digital  System 

■ 

Timing  System  #1 

H 

2 

0 

0 

3 

Timing  System  #2 

Eft 

1 

0 

0 

1 

Digital  Data  Simulator 

H 

0 

0 

o 

o 

Power  System 

H 

0 

0 

0 

0 

PLINS 

H 

H 

0 

0 

0 

1 

MINS 

□ 

0 

0 

0 

0 

0 

Total 

B 

3 

0 

0 

5 
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TABLE  XV 

EQUIPMENT  FAILURES  (CONTINUED) 


JZ 

NUMBER  OF  FAIL!] 

1  •  1; 

ARRAY  SYSTEM/EQUIPMENT 

Lh 

YPE 

"5  JBSiili 

U 

u 

3 

4 

5 

TOTAL 

Meteorological  System 

Aerovane,  Wind  Direction 

0 

0 

0 

0 

0 

0 

Aerovane,  Wind  Speed 

0 

0 

0 

0 

0 

0 

Pole  Assembly 

0 

0 

0 

0 

0 

0 

Pole  Junction  Box/Cabling 

0 

0 

0 

0 

0 

0 

Temperr  ture  Probe 

0 

0 

0 

0 

1 

1 

Elect  robarometer /Baffle 

0 

0 

0 

0 

0 

0 

Rain  Gauge 

0 

0 

0 

0 

n 

0 

Rain  Gauge  Electronics  Panel 

0 

0 

0 

0 

L° 

0 

Total 

0 

0 

0 

0 

■ 

1 

Subarray  Electronics  Modules 

Input  Drawer  #1 

0 

0 

15 

0 

0 

15 

Input  Drawer  #2 

a 

0 

18 

0 

0 

19 

Multiplexer/ADC 

ifl 

0 

3 

0 

1 

5 

Output  Drawer 

0 

0 

3 

0 

1 

4 

PDC  Drawer 

0 

0 

9 

0 

0 

9  | 

ACC  Cabinet 

0 

11 

0 

0 

0 

0 

SEM  Cabinet/Cabling 

0 

H 

0 

0 

0 

0 

Alarms 

0 

0 

0 

0 

0 

0 

Total 

2 

0 

48 

0 

2 

52 

Power  System 

Control  Drawer 

0 

0 

0 

0 

0 

0 

Inverter 

1 

0 

0 

0 

0 

1 

Charger 

0 

0 

0 

0 

0 

0 

Battery 

0 

0 

0 

0 

0 

0 

SOLA  Transformer 

0 

0 

0 

0 

0 

0 

Rack/Cabling  i 

0 

0 

0 

0 

0 

0 

Isolation  Transformer 

0 

0 

0 

0 

0 

0 

Breaker  Panel 

0 

0 

0 

0 

0 

0 

Vault/Wiring/Breakers/Outlets 

0 

0 

0 

0 

1 

Total 

_ll 

0 

0 

0 

0 

2 

45 


TABLE  XV 


EQUIPMENT  FAILURES 


T= 

NUMBER  OF 

FAILURES  i 

ARRAY  SYSTEM/EQUIPMENT 

1  TYPE 

OF  FAILURE 

] 

IU 

Short-Period  System 

Seismometer 

0 

0 

1 

0 

o 

i 

WHV  Panel  W/RA-5 

6 

0 

8 

46 

5 

65 

RA-5  Power  Supply 

0 

0 

0 

0 

0 

0 

WHV  Junction  Box 

0 

0 

0 

o 

o 

0 

WHV/Cables 

1 

0 

0 

0 

0 

1 

CTH  Junction  Box  (SP) 

0 

0 

2 

0 

0 

2 

Total 

D 

11 

46 

5 

69 

Long-Period  System 

Vertical  Seismometer/Tank 

0 

0 

0 

0 

n 

Horizontal  Seismometer /Tank 

0 

0 

0 

0 

LP  Vault/Cabling 

0 

0 

0 

0 

0 

LP  Junction  Assembly 

0 

0 

0 

0 

2 

2 

Motor  Assembly 

0 

0 

0 

0 

0 

0 

Seismic  Amplifier,  Type  2 

0 

0 

1 

0 

0 

1 

Amplifier  Power  Supply 

0 

0 

1 

0 

0 

1 

CTH  Junction  Box  (LP) 

0 

0 

0 

0 

0 

0 

Total 

0 

0 

2 

0 

2 

4 

LTV-6  Microbarograph 

1 

| 

Microbarograph 

1  1 

m 

0 

2 

Power  Supply 

0 

0 

0 

0 

Cabinet  Cabling 

0 

0 

0 

0 

Pipe  Array 

0 

D 

0 

1 

Total 

D 

0 

3 

■Bfe  Microbarograph 

■ 

m 

1 

Acoustical  Can/Cabling 

H 

Q 

0 

H 

1 

Capsule 

0 

0 

a 

0 

Oscillator 

0 

P 

0 

n 

0 

Discriminator/Power  Supply/Cables 

0 

P 

3 

ifl 

3 

Pipe  Array 

D 

i 

0 

Total 


0 


3 


0 


0 


EQUIPMENT 


ARRAY  SYSTEM/EQUIPMENT 


Analog  System 

D/A  Patch  Panel  Cabinet 
D/A  Converter  #1 
D/A  Converter  #2 
D/A  Converter  #3 
D/A  Converter  #4 
FM  System 

16  Channel  Chart  Recorder 
WWV  Receiver 

Analog  Calibration  System 
Analog  Timing  System 
SP  Develocorder 
LP  Develocorder 


Total 


LDC  Test  and  Support  System 

MDC-1 

MDC-2 

Clocks 

Film  Viewer 

Film  Duplicator 

Copier 

Emergency  Lights 
Compressor,  Blower 
Digital  Clocks 
Air  Conditioners 
Humidifier 
Tape  Cleaner 
Electrostatic  Filters 


Total 


XV 
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SECTION  V 

IMPROVEMENTS  AND  MODIFICATIONS 


5- 1  PDP-7  Programming 

.  .  PDP-7  programming  efforts  this  quarter  included  the  oreo- 
aration  of  new  or  improved  programs  for  the  family  of  automatic  P 
array  maintenance  and  monitoring  programs.  These  patch-type  pro- 

SvstL  °“-llne1with  the  PDP-7  Multiple  On-line  Processing 

forttL(S?P?)  and  °ve*;lay  a  Portion  of  the  computer  memory  not  ufed 
for  the  basic  system  functions  (see  reference  3) .  The  nroeram 

till  „°nf  S  bri6fly  described  this  section;  comple^escrip- 
contract"^! nal °r epor t PI* epar 6 d  uad-  VT  1708  are  planned  for  the  ^ 


5.1.1 


TELP 


-  ,  Program  ’ELP  used  to  provide  a  computer  measurement  nf 

rpfppoerl°^ seismograph  response  to  sinusoidal  calibration  (see 
eference  4)  has  been  further  developed  to  calculate  seismoeranh 
°  +  Para”“eters  from  the  measurement  data.  The  parameters  cal¬ 

culated  by  the  program  include:  the  sensitivity  of  earh  channel 
the  gain  of  each  Type  II  and  SEM  amplifier,  the  sensitivity  mean 
and  standard  deviation  of  the  LP  array,  and  the  equivalent  eartE 
motion  of  each  subarray's  calibration  signal. 


5.1.2 


TESP 


perform} ~e  short  nerfnH^ which  permits  PDP-7  computer  assistance  in 
m  *8  short-period  seismograph  sinusoidal  calibrations  (see 
referei'ce  4)  now  provides  additional  information  for  measuring 
array  performance,  in  addition  to  the  average  oositive  half 

o  detect^sienalhdistC^ti 6  °f  £ 

n x  ®  g”ai  distortion;-  .  Included  in  the  TESP  printouts  are- 

the  calculated  channel  sensitivity  at  1.0  secondperiods  (2)' 

meas!IredesirLoida  Sf  received  during  the  25  cycles  of  thi 
measured  sinusoid,  (3)  the  mean  and  standard  deviation  of  the  sen 

IZ  mwh1  sen®*tivities  between  the  limits  of  13  anS  27  mVnm 
and  (4)  the  most  recent  array  hourly  weather  report. 

5.1.3  PCOFF 

The  DCOFF  program  provides  a  precision  measurement  of 

nf  Smk*1  ly*4  Site  selectlon  °f  a  particular  subarray,  or  any  groun 
ayS4iS-.irade  by  the  0Perafor  at  the  teleprinter.  This  over- 

MOPSPsvfteZ  iS  lcaded  by  paP8r  taPe  during  PDP-7  operation  under 
MOPS  system  program  control  and  executed  from  the  teletypewriter 
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5.1.4 


FREECK 


Program  FREECK  provides  a  measurement  of  the  free-period 
of  the  long-period  seismometers.  Under  PDP-7  control,  telemetry 
command  TC-19  is  sent  sequentially  in  groups  of  two  to  all  seven¬ 
teen  subarrays  with  LP  seismographs.  For  each  instrument  the 
computer  determines  the  free-period  from  the  elapsed  time  between 
zero  crossings  of  five  cycles  of  response  to  the  telemetry  control 
of  the  seismometer.  Output  is  available  in  two  forms;  averages 
of  the  five  cycles  are  printed  to  the  nearest  tenth  of  a  second 
and  a  display  from  the  serial  output  unit  to  a  chart  recorder  is 
produced  by  selection  of  appropriate  digital-to-analog  word  select 
switches.  The  precise  calibration  times  are  also  available  from 
this  overlay  type  program  which  is  run  in  conjunction  with  the 
MOPS  system  program. 

5.1.5  MASPOS 

Program  MASPOS  provides  automatic  control  by  the  PDP-7 
computer  of  the  telemetry  used  for  measurement  and  control  of  the 
long-period  seismometers'  mass  position.  The  mass  positions  of 
each  of  the  51  seismometers  are  measured  to  the  nearest  0.03  mm. 

IT  desired  adjustment  of  the  seismometers  mass  positions  by  com¬ 
puter  controlled  telemetry  is  Initiated  by  the  computer  operator 
typing  "CORRECTMP . "  following  the  51  measurements.  Seismometer 
mass  positions  are  maintained  to  within  ±2  mm  of  center.  This  pro¬ 
gram,  another  of  the  overlay  type  used  with  the  operating  system 
program,  requires  only  1.5  minutes  to  complete  the  51  measurements. 
Time  fo-  repositioning  the  seismometers  mass  positions  to  approxi¬ 
mately  0.5  mm  from  center  varies  with  the  number  of  sensors  re- 
quiring  correction  and  the  amount  of  correction  required  by  particu¬ 
lar  sensors;  time  periods  ranging  up  to  15  minutes  have  been  required. 
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SECTION  VI 


MAINTENANCE 


6.1  General 

4  T 

Maintenance  activity  on  the  twelve  LASA  systems  includes 
correction  of  failures,  preventive  maintenance,  modifications  and 
special  tests  required  for  evaluations  or  quality  control  activi¬ 
ties.  The  number  and  location  of  system  failures  corrected  are 
indicated  in  Section  IV. 

Tabxe  XVI  summarizes  the  number  of  all  equipment  (LASA) 
and  facility  (utility)  work  orders  for  this  quarter.  The  534  com¬ 
pleted  worl;.  orders  represented  625  separate  maintenance  actions 
by  technical  personnel.  During  this  quarter  88%  of  the  scheduled 
preventive  maintenance  routines  were  completed. 

6 . 2  Data  Cent er 

Three  failures  occurred  in  the  CPU  2044  resulting  in  360 
system  downtime.  The  SCR  diodes  failed  in  the  temperature  control¬ 
ler  for  one  of  the  memory  core  stacks  which  prevented  the  system 
from  powering  up.  Another,  a  failure  of  a  6  volt  power  supply  re¬ 
sulted  from  a  factory  defective  component;  a  mechanical  open  in 
one  of  two  high  wattage  resistors  used  in  providing  a  current  path 
through  parallel  transistor  regulators.  Overheating  in  the  one 
resistor  carrying  the  full  load  current  caused  the  failure. 

Finally ,  a  power  outage  caused  by  an  electrical  storm  kicked  off  a 
circuit  breaker  that  had  to  be  reset  before  re-cycling  the  system. 

Program  malfunctions  resulted  in  an  increased  amount  of 
PDP-7  computer  corrective  maintenance.  Maintenance  performed  in¬ 
cluded  retiming  of  the  main  and  extended  arithmetic  element  timing 
chains,  retuning  of  the  memory,  relocation  of  ..several  sense 
‘*jnP^^^er  l°8ic  cards,  replacement  of  the  logic  card  used  to  gener¬ 
ate  the  "slow  cycle"  timing  required  for  all  multiply  and  divide 
operations,  and  replacement  of  the  memory  buffer  logic  cards  for 
bits  0-5.  Several  problems  occurred  with  the  incremental  recorder. 
One  was  based  on  ah  improper  hardware  connection  of  the  input-output 
transfer  (I/OT)  instructions  to  coincide  with  the  program  instruc- 
tions  used  with  the  MOPS  program.  To  improve  a  high  parity  error 
rate,  three  logic  cards  were  replaced  and  the  recording  head  align¬ 
ment  corrected  by  shimming  the  head  mount. 

The  8-channel  chart  recorders  in  MDC-1  and  2  required 
bias  battery  replacement  on  17  occasions.  These  units  are  on  24 
hours  a  day  and  this  consumption  is  expected. 


Preceding  page  blank 


TABLE  XVI 
WORK  ORDER  SUMMARY 


WORK  ORDER  TYPE 

BACK  LOG 
START  OF  QTR 

INITIATED 

COMPLETED 

BACK  LOG 
END  OF  QTR 

System  -  A 

55 

307 

312 

50 

Subassembly  -  B 

17 

45 

32 

30 

Component  -  C 

3 

14 

7 

10 

Total 

75 

366 

351 

90 

Utility: 

Cable  trench  & 
trail  inspection 

9 

2 

11 

0 

Cable  trench 
backfill 

1 

8 

4 

5 

WHV  sites 
landscaped 

0 

87 

87 

0 

Marker  posts  &/or 
WHV  covers  re¬ 
placed 

0 

14 

11 

3 

CTH  maintenance 

0 

22 

21 

1 

Vehicle  mainte- 

nance  and  inspec¬ 
tion 

3 

15 

14 

4 

Fence  inspections 

14 

28 

30 

12 

Trail  repairs 

1 

8 

5 

4 

Total 

28 

184 

183 

29 

WORK  ORDER  TOTALS 

103 

550 

534 

119 

52 


The  PDP-7  tape  units  continue  to  require  attention  to 
the  vacuum  systems.  This  is  attributed  to  their  age  and  high  use 
age  rates.  Trouble  has  been  experienced  with  rubber  pressure 
hoses  cracking  with  resulting  leaks  A  different  type  reinforced 
hose  is  now  being  used  to  correct  the  problem  . 

6.3  Maintenance  Center 


Weather  and  road  conditions  were  good  during  this  quarter 
and  did  not  interfere  with  the  work  schedule.  There  were  128  field 
trips  covering  20,803  miles  and  three  trips  to  the  PMEL  at 
Great  Falls  to  pick-up  and  deliver  test  equipment  for  repair  and 
calibration. 

Phase  1,  the  WHV  amplifier  rehabilitation,  of  the  SP 
array  sensor  maintenance  program  was  completed  at  subarrays  AO,  Bl, 
B3,  Cl,  C3 ,  FI,  F2,  and  F3 .  Subarrays  B3 ,  C2,  Dl ,  and  D2  are 
scheduled  for  the  next  quarter  after  which  all  subarrays  will  have 
been  rehabilitated  at  least  once. 

The  cables  on  leg  6  of  subar^ay  El  were  cut  by  a  county 
road  crew.  A  new  section  of  cable  was  spliced  in  and  retrenched. 
The  cable  to  the  ^B&  raicrobarograph  at  subarray  C2  was  damaged 
by  a  rodent  and  had  to  be  spliced. 

Modification  P-81,  relocation  of  the  MB  microbarograph 
discriminator/power  supply  (see  reference  3)  is  complete  at  all 
applicable  subarrays. 

The  DCOFF  program,  see  paragraph  5.1.3,  was  used  to  check 
dc  offset  on  all  channels  in  the  array.  All  out-of -tolerance 
channels  were  adjusted  or  repaired.  This  will  bacom*  a  periodic 
check  under  the  quality  control  program. 

6 . 4  Facilities  Support 

A  total  of  47  landowners  were  contacted  regarding  L£SA 
operations  and  site  agreements. 

Oil  exploration  drilling  occurred  at  one  location  five 
miles  from  WHV  72  of  subarray  E4 .  This  well  has  been  plugged  and 
abandoned. 

The  cable  trenches  at  all  subarrays  have  been  inspected 
and  necessary  repair  work  scheduled. 
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SECTION  VII 


ASSISTANCE  PROVIDED  TO  OTHER  AGENCIES 


7 . 1  Seismic  Data  Laboratory 

Develocor Jor  film  recording  of  the  data  from  a  selected 
number  of  SP  sensors  for  the  Seismic  Data  Laboratory  (SDL)  began 
this  quarter.  Weekly  shipments  totaling  70  films  were  sent  to  SDL 
together  with  the  operating  logs  and  calibration  data.  Each  film 
covers  a  period  approximately  twenty-four  hours;  film  change  is 
made  at  about  2200  GMT.  The  format  of  the  film  recordings  are  as 
follows: 


Develocorder  Channel 

Signal 

Input 

1 

Vela 

time  code 

2 

Site 

F4 

sensor 

10 

3 

Site 

FI 

sensor 

10 

4 

Site 

F3 

sensor 

10 

5 

Site 

I’2 

sensor 

10 

6 

Site 

AO 

sensor 

10 

7 

Site 

E3 

sensor 

10 

8 

Site 

E3 

sensor 

82 

9 

Site 

E3 

sensor 

84 

10 

Site 

E3 

sensor 

86 

11 

wwv  • 

time  code 

The  block  diagram  of  the  system  employed  is  shown  in 
Figure  7.1.  The  data  center  analog  system  converts  the  digital 
signals  from  the  array  to  analog  for  recording  on  the  develocorder . 
Calibration  of  the  complete  seismograph  channel  from  the  seismo¬ 
meter  through  to  the  develocorder  is  performed  using  the  PDP-7 
computer  program  DEVCAL  (see  reference  3)  once  for  each  film  usually 
at  the  start  of  the  film. 

Assistance  to  SDL  is  also  provided  by  the  recording  and 
shipment  of  microbarograph  array  and  related  digital  data  recorded 
by  the  PDP-7  computer’s  incremental  recorder.  This  recording  sys¬ 
tem  and  the  record  format  are  described  in  detail  in  reference  5. 

7.2  M  Weather  Bureau 


Hourly  weather  information  obtained  from  sampling  the  out¬ 
puts  of  the  array’s  twenty-six  temperature,  wind  direction  and  speed, 
barometric  pressure  and  rainfall  sensors  are  transmitted  via  TWX 
from  the  data  center’s  PDP-7  computer  to  the  Billings  weather  bureau 
office.  The  details  of  the  weather  sensors  and  instrumentation 
(Ref.  6)  and  the  TWX  format  (Ref.  7)  have  previously  been  reported. 
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D3  3JTAL 


Figure  7.1  LDC  Film  Recording  System  for  SDL  Support 


7.3 


MIT  Lincoln  Laboratory 


Changes  were  made  to  the  channel  assignments  of  the  ten 
channel  FM  link  between  the  data  center  and  MIT.  The  new  channel 
assignments  are: 


FM  Channel  Signal  Input 


1 

2 

3 

4 

5 

6 

7 

8 
9 

10 


Subarray  FI  short-period  analog  sum,  word  29 

Subarray  F2  short-period  analog  sum,  word  29 

Subarray  F3  short-period  analog  sum,  word  29 

Subarray  F4  short-period  analog  sum,  word  29 

Subarray  FI  long-period  vertical,  word  26 
Subarray  El  short-period  analog  sum,  word  29 

Subarray  E2  short-period  analog  sum,  word  29 

Subarray  E3  short-period  analog  sum,  word  29 

Subarray  E4  short-period  analog  sum,  word  29 

(Subcarrier  oscillator  removed  for  repair) 


The  system  provides  continuous  on-line  data  transmission 
to  MIT  for  array  analysis. 


7.4  Visitors 

Visitors  to  the  Montana  LASA  during  this  quarter  were: 


(a)  Capt.  John  H.  Fergus,  Montana  LASA  Project  Officer  from 
Vela  Seismological  Center  made  inspection  tours  of  the 
LDC  and  array  20-24  August. 

(b)  Raymond  Cherry,  Purchasing  Specialist,  Philco-Ford 
C&TS  Division,  June  25-30. 

(c)  Jerome  Richter,  EG&G,  Goleta,  Calif.,  June  15. 

(d)  Keith  Westhusing,  NASA  MSC,  Houston,  Texas,  June  23. 
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SECTION  VIII 

DOCUMENTATION  PROVIDED  UNDER  VT  1708 


8 . 1  Technical  Reports 

The  following  reports  were  distributed  as  required  bv 
Project  VT  1708:  T  H  »  y 


a.  "Operation  and  Maintenance  of  LASA,  Monthly  Progress 
Report",  Report  No.  2039-71-08,  June  1971. 

b.  "Operation  and  Maintenance  of  LASA,  Monthly  Progress 
Report",  Report  No.  2039-71-09,  July  1971. 

8.2  Letters 


The  following  letters  were  submitted  to  the  Prolect 
Officer:  J 

a.  "Modification  of  Develocorder  Usage",  21  June  1971. 

b.  "DC AS"  Safety  Survey",  19  July  197,1. 

c.  "Estimate  of  Cost  -  LASA  Subarray  Removal", 

27  July  1971. 

i 

d.  "SP  Sensor  Maintenance  Visits",  27  July  1971. 

e.  "LASA  Low  Rate  Data  Communications",  6  August  1971. 

8.3  Operations  Data 

Thirteen  weekly  issues  of  the  Defective  Signal  Channel 
Status  and  Data  Interruption  Log  Reports  were  distributed  to  the 
approved  using  agencies.  New  issues  of  the  array  modification 
status  (MS-51)  were  distributed. 

8 • 4  Alternate  Management  Summary  Reports 

Three  Alternate  Management  Summary  Reports  (AMSR)  were 
distributed;  one  for  each  of  the  months  June,  July  and  August. 


I 

I 
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